[Research of Establishing of Standard Radiation Qualities and Radiation Conditions for Use in the Determination and Characteristics of Medical Diagnostic X-ray Equipment].
The standard of YY/T 0481-2004 Medical diagnostic X-ray equipment-Radiation conditions for use in the determination and characteristics has been revised and replaced in 2012. This paper first introduces the key technical problems to be solved in establishing standard radiation quality and radiation conditions by comparing the main changes of the two versions standards, including the expression of radiation quality and radiation conditions, the measurement of X-ray tube voltage, and the measuring of the practical peak voltage. Then it introduces a procedure for establishing standard radiation quality and radiation conditions.